Death during percutaneous insertion of an intraaortic balloon pump.
Intraaortic balloon counterpulsation is currently the most widely used mechanical technique for temporary support of the circulation. We report a rare fatal case of perforation of the right common iliac artery during percutaneous insertion of an IABP.